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ABSTRACT: Combining aqueous multiphase systems
(AMPS) and magnetic levitation (MagLev) provides a method
to produce hybrid gradients in apparent density. AMPS
solutions of different polymers, salts, or surfactants that
spontaneously separate into immiscible but predominantly
aqueous phasesoffer thermodynamically stable steps in
density that can be tuned by the concentration of solutes.
MagLevthe levitation of diamagnetic objects in a para-
magnetic fluid within a magnetic field gradientcan be
arranged to provide a near-linear gradient in effective density
where the height of a levitating object above the surface of the
magnet corresponds to its density; the strength of the gradient
in effective density can be tuned by the choice of paramagnetic
salt and its concentrations and by the strength and gradient in the magnetic field. Including paramagnetic salts (e.g., MnSO4 or
MnCl2) in AMPS, and placing them in a magnetic field gradient, enables their use as media for MagLev. The potential to create
large steps in density with AMPS allows separations of objects across a range of densities. The gradients produced by MagLev
provide resolution over a continuous range of densities. By combining these approaches, mixtures of objects with large
differences in density can be separated and analyzed simultaneously. Using MagLev to add an effective gradient in density also
enables tuning the range of densities captured at an interface of an AMPS by simply changing the position of the container in the
magnetic field. Further, by creating AMPS in which phases have different concentrations of paramagnetic ions, the phases can
provide different resolutions in density. These results suggest that combining steps in density with gradients in density can enable
new classes of separations based on density.

The separation of a heterogeneous mixture into sub-
populations is a common task in science. Methods for

separation often use a property that is common to all the
components of each subpopulation. Techniques based on size
(e.g., size-exclusion chromatography)1,2 and on affinity (for
biomolecules)3−6 are used routinely in separations. Density, a
physical property of all matter, is also a property that is useful in
separations.5,7 Table 1 provides examples of applications of
density-based separations and analyses.
Applications that require sorting (e.g., archeology or

recycling) benefit from methods to separate objects by density
in order to segregate mixtures into bins with distinct steps in
density. The simplest method is “sink-float”: objects denser
than the medium sink and separate from those that are less
dense, which float. Many applications in separations, however,
require gradients in density to resolve subtle differences within
and among populations in a sample (e.g., analysis of forensic
evidence).8 There are two primary types of gradients in density
that have been used experimentally: continuous gradients of
densitywhere each position in, for example, a column of
medium represents a different densityand steps in density
where a range of densities are binned between two solutions of
different densities.9 Methods to create continuous gradients in

density include centrifugation of a polydisperse colloidal
suspension (i.e., Percoll)9 and the introduction of a para-
magnetic fluid into a magnetic field gradient (i.e., magnetic
levitation).10 Methods to create discontinuous steps in density
include layered media (e.g., sucrose gradients)11 and phase
separation of immiscible solutions (e.g., aqueous multiphase
systems [AMPS]).12 Gradients in density are typically used
with centrifugation9,13 and sometimes ultracentrifugation.14

Combining the sensitivity of continuous gradients with the
dynamic range of steps in density can enable the simultaneous
separation of two or more populations whose mean densities
differ by large amounts, but whose subpopulations have small
differences in density. Further, this approach can enable the
separation and analysis of objects over different ranges of
density with different sensitivities. This paper describes the
combination of linear gradients in density, with step gradients
in density, by a technique that uses magnetic levitation in
AMPS containing a paramagnetic solute (e.g., Mn(II)Cl2). This
combination allows the step in density of an AMPS to be tuned
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by the position of a liquid/liquid interface in a magnetic field.
We apply this capability to capture different plastics
(polystyrene and Nylon) at an interface by simply varying
the height of a container between two magnets.

■ MAGNETIC LEVITATION PROVIDES A LINEAR
GRADIENT IN DENSITY

When suspended in a solution containing paramagnetic ions
and placed in a magnetic field gradient, diamagnetic materials
(e.g., glass or plastics) can levitate (Figure 1). At equilibrium,
the effective magnetic force (Fm) acting on the diamagnetic
material balances the gravitational force (Fg) in the vertical
direction at a height, h (m), which we call the “levitation
height”. When the orientation and strengths of the permanent
NdFeB magnets used to generate the field gradient provide a
linear gradient along the vertical axis, the balance of forces
creates a linear gradient in effective density. That is, the
gradient is a result of the balance of magnetic and gravitational
forces rather than purely a balance of gravitational forces. A
diamagnetic objectwhich we assume to experience a
negligible magnetic forceexperiences a gradient that is
effectively the same as being placed in a linear gradient formed
by solutions of density that varies with position.10 We express
the levitation height approximately as a function of the physical
properties of the diamagnetic material, the paramagnetic
solution, and the MagLev device using eq 1 (we give complete
treatments of this subject elsewhere10):
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In eq 1, ρm (kg/m3) is the density of the paramagnetic
medium (we typically represent density in the units of g/cm3

for convenience; 10−3 g/cm3 = 1 kg/m3), ρs (kg/m
3) is the

density of the levitating material, g is the acceleration due to
gravity (9.81 m/s2), χm and χs (both unitless) are the magnetic
susceptibilities of the paramagnetic medium and the suspended
material, respectively, μ0 (1.26 × 10−6 [kg·m]/[A2·s2]) is the
magnetic permeability of free space, and B0 (T = kg/[A·s2]) is
the magnetic field strength at the surface of the magnet.
Equation 1 is derived for a point-particle, but the equation is a
good approximation for objects of finite volume where h is the
height of the centroid of the object.35

■ AQUEOUS MULTIPHASE SYSTEMS PROVIDE
STEPS IN DENSITY

AMPS are prepared from solutions of polymers, salts, or
surfactants using mixtures that spontaneously separate into
immiscible equilibrium phases.12 Two-phase AMPS are a
subclass of AMPS that are often called aqueous two-phase
systems (ATPS).36,37 The diversity of polymers, surfactants,
and salts that are mutually immiscible allows the creation of
hundreds of multiphase systems.12

Phases in AMPS order in a gravitational or centrifugal field
according to their densities, and the sharp interface between
phases provides a stable, essentially molecularly sharp, step in
density. Objects will rest at the interface between two phases if
the density of the object is between the densities of the two
phases (i.e., ρupper < ρobject < ρlower).

12 The density of each phase
can be tuned by the choice and concentration of polymers and
increased by the addition of cosolutes, such as salts. The useful
size of the steps in density between phases can range from
<0.001 g/cm3 to >0.100 g/cm3. The step gradient in density
formed by AMPS are also capable of separating mammalian
cells by density.20,21 The interface between phases can
represent a step in other physical properties, such as viscosity,38

index of refraction, orwhen paramagnetic salts are included
as cosolutesmagnetic susceptibility.
We have combined AMPS and MagLev to create separation

media whose steps and gradients in densityin a magnetic
fieldare stable, time-invariant, and tunable in both absolute
density and resolution in density. Here, we demonstrate phases
with over a 5-fold difference in resolution in density.

■ EXPERIMENTAL DESIGN

Selection of Levitation Conditions. We describe the
MagLev device elsewhere in detail.10 Briefly, two NdFeB
permanent magnets (5.1 cm × 5.1 cm × 2.5 cm) are positioned
with like poles facing. The field strength at the surface of the
magnets is 0.371 T. We use a distance between the magnets of
46 mm to accommodate a standard spectrophotometer cuvette
(as the container for the paramagnetic medium). This geometry
with these magnets also generates the near-linear gradient in
the magnetic field necessary for eq 1 to be valid.10

Selection of Aqueous Multiphase Systems. The large
selection of polymers, salts, and surfactants known to produce
AMPS allowed us to choose a system that provided a desirable
combination of step and linear gradients in density.12,39,40 Salts

Table 1. Examples of Density-Based Separations and Analyses

target background application
densities
(g/cm3) ref

bacteria bacterial colonies, cultures medical diagnostics, biological research 1.09−1.11 15,16
biodiesel and fuels fuel blends monitoring blends and quality of fuels 0.73−1.02 17,18

blood cells blood medical diagnostics, biological research 1.06−1.22 19−21
carbon nanotubes mixtures of carbon nanotubes electronics, optics, sensing 1.05−1.30 14,22,23
food products oil, milk, cheese, peanut butter, grains monitoring fat content 0.91−1.00 24,25

glitter samples from crime scenes forensic evidence 1.20−2.50 8,26
healthy sperm semen fertilization 1.10−1.25 27,28
organelles cell lysate metabolic research 1.13−1.26 29,30

defective parts large-scale manufactured parts quality control 0.91−2.99 31
solid polymers mixtures of different chemically modified solid

polymers
purification, quality control, monitoring
reactions

0.91−1.42 32

bones with specific mineral
content

mixtures of bones archeology, anthropology 1.80−2.40 33

waste streams plastics, plastic foams recycling 0.03−2.20 7,34
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(or other solutes) may partition between the different phases of
AMPS depending on their relative affinity for each phase. We
can use this behavior to design gradients in density. For
example, if a paramagnetic salt partitions preferentially into the
top phase of a two-phase AMPS, then the effective gradient in
density will have a greater slope in the top phase than the
bottom phase (when placed in a linear gradient in a magnetic
field). To demonstrate this capability, we sought two different
AMPS: one in which partitioning of the paramagnetic ions
between phases would be negligible and one in which the
partitioning would be large.
Based on previous work demonstrating that chloride salts in

AMPS with neutral polymers have little effect on phase
separation41 and partition evenly between phases,42 we

expected that such systems would be a good candidate for a
system where a paramagnetic chloride salt would partition
approximately equally between both phases; in such a system,
water would be the predominant component in both phases,
and we expected the interactions of the salt with the neutral
polymers would be minimally different. We, thus, chose to use
poly(ethylene glycol) (PEG) and dextran to create a system
with similar gradients in each phase.
An extreme case of salt partitioning between phases occurs

when a polymer and a salt phase separate. Solutions of high
concentrations of metal sulfates mixed with PEG phase separate
and form AMPS with a much higher concentration of salt in
one phase than the other.43−45 We predicted that a large step in
magnetic susceptibility could be formed in an AMPS
comprising a polymer, such as PEG, and a paramagnetic
sulfate salt, such as MnSO4. We, thus, chose a PEG−MnSO4
system to explore a gradient with a large step in the magnetic
susceptibility.

Analysis of Aqueous Multiphase Systems. We prepared
the PEG−dextran AMPS using polymers with different
molecular weights to facilitate the characterization of each
phase by gel permeation chromatography (Supporting
Information). The molecular weights used in the PEG−dextran
system were 20 kDa and 500 kDa, respectively. The molecular
weight of the PEG used in the PEG-MnSO4 system was 1.5
kDa. We used a U-tube densitometer (DMA 35, Anton Paar)
to measure the density of each phase of the AMPS. Flame
atomic absorption spectroscopy (FAA) quantified the concen-
tration of manganese in each phase of the AMPS. We measured
the intensity of the Mn-specific wavelength (λ = 257.610 nm)
from diluted aliquots of each phase. We compared these
intensities to those from a standard curve that we generated
using known concentrations of MnCl2 or MnSO4.
If the polymers coordinate with the manganese ions, slight

changes in the coordination geometry can occur; these changes
might affect the effective magnetic susceptibility of the ions by
changing their g-factor.46 Measuring the magnetic susceptibility
by the Evans method with NMR allowed us to assess our
systems for effects from interactions between the ions and the
polymers.47,48

Using the magnetic susceptibility measured by Evans
method, the concentration of Mn2+ measured by FAA, the
density of the phases, and the positions of an object suspended
by MagLev, we can measure the density of the object using eq
1. The density of the object can be estimated without using the
Evans method if one assumes the magnetic susceptibility of the
solutions will be the same as that of MnCl2 in a purely aqueous
solution. In the case of the systems we present here, the
additional correction provided by the Evans method provides
only a slight improvement (∼0.1%) in the accuracy of the
measurement of density using density-standard glass beads
(Table S-1). Table S-2 lists the final compositions and
characterization of the two AMPS studied in this work.

Estimations of the Density of Beads Using Magnetic
Levitation. We used the characteristics of the phases, images
of beads levitating in a magnetic field, and eq 1 to calculate the
densities of beads (see the SI for details). We used a DC
magnetometer (AlphaLab) to measure the surface field of the
magnets. Measuring the height of levitation requires finding the
centroid of each bead. Due to the slightly oblong and
nonspherical shape of some of the beads, we found the
centroid by tracing the outline of each bead and using digital
analysis (ImageJ) to calculate a centroid from the outline. We

Figure 1. Schematic representations of the behavior of objects in
magnetic levitation and in aqueous multiphase systems (AMPS). (A)
Three diamagnetic objects levitate at different heights depending on
the position at which the magnetic and gravitational forces (Fm and Fg)
acting on the objects are in equilibrium. (B) In an AMPS, objects
either float, sink, or come to rest at a liquid−liquid interface. (C) In a
paramagnetic AMPS in a magnetic field gradient, a combination of
behaviors is possible. Objects 1 and 3 levitate in the phases, while
object 2 is trapped at the liquid−liquid interface. In this example, the
interface between phases is located at the midpoint (d/2) of the
distance between the magnets.
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estimated the uncertainty in each density we calculated by
assuming each variable in eq 1 was independent and estimating
the uncertainty in each measurement either by taking the
standard deviation of multiple (n ≥ 7) measurements or using
the accuracy of the measurement method (see the SI for
details).

■ RESULTS AND DISCUSSION
AMPS and MagLev Provide Hybrid Gradients That

Are Thermodynamically Stable. Each phase of the AMPS
occupies a range of available levitation heights. The total range
of buoyant density available to each phase, if used as a separate
levitation medium, is truncated at the interface due to the step
in density between phases. This truncation results in a gap of
buoyant density that is related to the difference in density
between phases and to their difference in magnetic
susceptibility (Figure 2). The magnitude of the step in density
can be tuned by changing the concentrations of the polymers
used to produce the AMPS or by selecting a different set of
immiscible solutes.12

We prepared an AMPS from a mixture with a final
concentration of 5% (wt/vol) PEG (MW = 20 kDa), 10%
(wt/vol) dextran (MW = 500 kDa), and 315 mM MnCl2. We
provide details on how to prepare the AMPS in this work in the
Supporting Information. The top phase of the resulting AMPS
was enriched significantly for PEG and contained 323 mM
Mn2+; the bottom phase was enriched for dextran and
contained 305 mM Mn2+ (Supporting Information). The
effective gradient in buoyant density generated by placing the
AMPS in a MagLev device, therefore, was approximately
constant throughout the medium (∇ρ = 0.00100 g/cm3/mm
and 0.00105 g/cm3/mm for the top and bottom phases,
respectively). Despite having similar slopes in density, the
density of each phase is different and, thus, each phase provides
access to a different range of effective densities (Table S-3).
Separating Beads Based on Density with MagLev and

AMPS. To the PEG−dextran AMPS, we added a set of five
reference beads with standardized densities claimed (by the
supplier) to be 1.020 g/cm3 (green), 1.040 g/cm3 (red), 1.076
g/cm3 (yellow), 1.120 g/cm3 (amber), and 1.250 g/cm3

(green). In the absence of an external magnetic field, the
beads are confined to three positions in the AMPS (Figure 3A).
Within the MagLev device, the beads separate at a height that is
proportional to their densities (Figure 3B). The position of
three beadswith densities of 1.020 g/cm3, 1.076 g/cm3, and
1.250 g/cm3did not change upon introduction of the
magnetic field gradient. The remaining two beads, however,
reached a stable levitation height within a phase of the AMPS.
Using the measured levitation heights, we calculated the
densities of these beads to be 1.040 ± 0.001 g/cm3 and 1.120 ±
0.001 g/cm3; these measurements are in excellent agreement
with their known densities of 1.040 g/cm3 and 1.120 g/cm3.
This agreement demonstrates the use of the phases of an
AMPS as media for MagLev separations and analyses.
Forming Unequal Gradients in Density. The effect of

unequal partitioning of Mn2+ between phases was amplified
further in an AMPS formed with a polymer and a salt. We
prepared a mixture with a final concentration of 16.7% (wt/vol)
PEG (MW = 1.5 kDa) and 875 mM MnSO4 (details in the
Supporting Information). The top phase of the AMPS was
significantly enriched for PEG and contained 327 mM Mn2+;
the bottom phase was predominantly salt with a final
concentration of 1,496 mM Mn2+. In this AMPS, the gradients

in buoyant density were 0.00104 g/cm3/mm and 0.00584 g/
cm3/mm for the PEG-rich and MnSO4-rich phases, respec-
tively.
To demonstrate MagLev separations and analyses using the

large difference in magnetic susceptibility resulting from the
difference in the concentration of Mn2+ between phases, we
added a series of five reference beads with densities of 1.045 g/
cm3 (yellow), 1.081 g/cm3 (red), 1.100 g/cm3 (clear), 1.250 g/
cm3 (green), and 1.500 g/cm3 (clear) to the PEG−MnSO4
AMPS (Figure 4). When we placed this system in the magnetic
field, two beads reached a stable levitation height within a phase
of the AMPS and could be analyzed by MagLev. We calculated
the densities of these beads to be 1.079 ± 0.002 g/cm3 and
1.249 ± 0.002 g/cm3. The calculated densities of these beads
are in very good agreement with their claimed densities of
1.081 g/cm3 and 1.250 g/cm3. Based on the physical properties
of this PEG-MnSO4 AMPS (Table S-4), measurements of the

Figure 2. Schematic representation of possible gradients attainable
with MagLev and aqueous multiphase systems (AMPS). MagLev
creates a linear gradient in effective density (A). AMPS without
paramagnetic salts provide a sharp step gradient in density (B). The
interface (i) can be placed at various heights (B, C, and D) and can
create a small (Δρ ≈ 0.025 g/cm3, C) or large (Δρ ≈ 0.080 g/cm3, D)
step in density between the top (t) and bottom (b) phases.
Paramagnetic ions dissolved in the phases of AMPS create near-linear
gradients in effective density separated by a step in density (C and D).
Partitioning of paramagnetic ions between phases of an AMPS can
create equal (C) or unequal (D) gradients in effective density. In both
(C) and (D) there is a range of densities (gray boxes) where density
cannot be measured as a function of height.
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densities of both beads could not be performed simultaneously
in either of the individual phases. The use of a two-phase
system enables the separation and concurrent analysis of
objects with such a large difference in density. In this case, we
were able to effectively probe a broader range of density of
1.063−1.350 g/cm3 with the two phase system than we could
access with each phase alone (1.063−1.118 g/cm3 or 1.077−
1.350 g/cm3) (Table S-4).
Tuning the Step in Density of an AMPS with MagLev.

In an AMPS without paramagnetic phases, the step in density at
the interface between phases is defined by the concentrations of
solutes in each phase and can only be adjusted by changing the
composition of the system. In a paramagnetic AMPS, the
effective step in density at an interface is also dependent on the
paramagnetic susceptibility of each phase and the position of
the interface in a magnetic field gradient (Figure 5). The ability

to tune the step in density in an AMPS by simply changing the
position of the container holding the paramagnetic solution and
diamagnetic sample allows a system to trap different
populations at an interface without changing solutions.
To demonstrate an application of this ability to tune the step

in density, we designed a paramagnetic AMPS to separate two
different polymers (polystyrene and Nylon) (Figure 5) (details
in the Supporting Information). We used an AMPS of 4.5%
(wt/vol) PEG (MW = 20 kDa) and 9.0% (wt/vol) dextran
(MW = 500 kDa) with 584 mM of MnCl2. When the cuvette is
placed near the top of the MagLev device, the liquid/liquid
interface trapped low-density (ρp1 = 1.050, ρp2 = 1.051)
polystyrene beads at the interface (Figure 5). When the cuvette
is lowered to the bottom of the MagLev device, the liquid/
liquid interface shifted to a capture the higher-density (ρn1 =
1.126 g/cm3, ρn2 = 1.135 g/cm3) Nylon beads (Figure 5). In
MagLev alone, we would not be able to bin the two Nylon
beads at the same location because of their difference in
density. With AMPS alone, we could not use the same system
to capture polystyrene and Nylon. By combining MagLev with
AMPS, we enable the dynamic adjustment of the step in density
that allows binning to sort plastics.
The AMPS we selected for this demonstration, like the other

PEG-dextran system we describe, has a similar magnetic
susceptibility in each phase; hence, as the position of the step in
density changes, the size of the step remains constant. Using a
system like the PEG-MnSO4 AMPS described in this work with
dissimilar magnetic susceptibilities in each phase would allow
the height of the interface in the MagLev device to alter both
the position and the size of the step in density.

Figure 3. Preparing stable steps and gradients in density using aqueous
multiphase systems (AMPS) as media for magnetic levitation
(MagLev). A mixture of 5% (wt/vol) poly(ethylene glycol), 10%
(wt/vol) dextran, and 315 mM MnCl2 demonstrates the difference
between (A) a step gradient and (B) a combination of a step and a
linear gradient. The gradients in density are illustrated by five density
standard beads: 1.020 g/cm3 (green, top), 1.040 g/cm3 (red), 1.076 g/
cm3 (yellow), 1.120 g/cm3 (amber), and 1.250 g/cm3 (green, bottom).
MagLev can be used to measure the densities of beads that levitate
within a phase of the AMPS. Heights for levitating and floating beads
are estimated by calculating the centroid of each bead. Beads at a fluid
interface (black arrows, liquid/air and liquid/liquid) rest at a height
based on the combination of surface forces, magnetic forces, and
gravitational forces. Beads at the solid/liquid interface (white arrows)
rest at the surface of the inside of the container.

Figure 4. Preparing unequal gradients in density using an aqueous
multiphase system (AMPS) formed from a paramagnetic salt as a
medium for magnetic levitation (MagLev). A mixture of 16.7% (wt/
vol) poly(ethylene glycol) and 875 mM MnSO4 generates an AMPS
with a large step in both density and magnetic susceptibility between
phases. The gradients in density are illustrated by five density standard
beads: 1.045 g/cm3 (yellow), 1.081 g/cm3 (red), 1.100 g/cm3 (clear,
middle), 1.250 g/cm3 (green), and 1.500 g/cm3 (clear, bottom).
MagLev can be used to measure the densities of beads that levitate
within a phase of the AMPS (red and green bead). We measure the
height of each bead by calculating the centroid for each bead. Beads
that contact a fluid interface (black arrows, air/liquid and liquid/
liquid) rest at a height based on the combination of surface forces,
magnetic forces, and gravitational forces. Beads at the solid/liquid
interface (white arrow) at the bottom of the container rest on the
inside surface of the container.
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■ CONCLUSIONS
Density is a characteristic of materials that is underexploited for
analysis and separation. Current gradients in density that allow
separations based on density, however, typically cannot access
multiple ranges without adjusting solutions, and multiple
procedures may be required to isolate or analyze a desired
object. Combining step gradients and linear gradients in density
in fluids provides a new method to separate subpopulations
from mixtures. We demonstrated this approach using aqueous
multiphase systems (AMPS) and magnetic levitation (Ma-
gLev). In these systems, the density and magnetic susceptibility
of a phase can be controlled independently to create tunable,

stable media for separations based on density. AMPS prepared
with more than two phases would enable separations over
additional regions of density. Adding phases, however, also
limits the total volume of each phase that is available to levitate
objects.
The range of objects that can be separated with this method

has some limitations. Because all phases in an AMPS contain
water and a denser polymer, densities below the density of
water (0.998 g/cm3) are not accessible without adding a
miscible organic cosolvent (e.g., ethanol or tetrahydrofuran).
Densities as high as 1.300 g/cm3 are accessible with the PEG-
MnSO4 system described in this work. This range of densities is
sufficient to cover at least part of the range of interest for many
of the materials separated by density described in Table 1. The
configuration of the MagLev device that we use in this work is
also limited to separating objects with a characteristic size larger
than 2 μm.10 Introducing centrifugation, increasing the strength
of the magnets, or changing the geometry could all provide
means to separate smaller objects with this approach.10 Due to
the placement of the magnet above the container, extraction of
samples separated in paramagnetic AMPS in MagLev is not as
simple as extraction of objects separated in AMPS alone
where a simple pipet can be used to extract samples from an
interface. We have, however, previously demonstrated methods
to remove objects separated by MagLev including the use of
syringes and tubing with a modified container49 and the use of a
continuous flow system.50 These methods could be applied to a
system that combines MagLev and AMPS, but a low flow rate
may be required to maintain a stable interface between phases
in a continuous flow method.
Combining MagLev and AMPS also provides new ways to

use these techniques. The combination could extend the
potential uses of AMPS by, in effect, making steps in density
whose size can be adjusted with the introduction of a magnetic
field gradient. The combination also allows new uses for
MagLev. One limitation of MagLev in a homogeneous solution
with a linear field gradient is that solutions that achieve a large
range (Δρ over the distance between the magnets) will achieve
a low sensitivity (Δρ/Δh where h is the vertical distance).
Although this same limitation exists for each phase of a
paramagnetic AMPS, users can choose phases with different
balances of range and sensitivity. This advantage of AMPS is
most clearly demonstrated by the PEG-MnSO4 system with
large differences in magnetic susceptibility between phases.
Combining steps in density with linear gradients in density
allows multiple ranges of density to be explored with different
resolutions.
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Figure 5. The step in density at the interface of a paramagnetic AMPS
is dependent on the height of the interface in a MagLev device. When
a small cuvette is at the bottom of the MagLev device, blue Nylon
beads (blue “X” and circle) are binned at the liquid/liquid interface of
the AMPS (A and B). When the cuvette is near the top of the MagLev
device, white polystyrene beads (black “X” and circle) are captured at
the liquid/liquid interface (C and D). Plots of the density versus
position demonstrate illustrate the shift in the position of the gradient
along the density axis (A and C). Dashed lines depict the liquid/air,
liquid/liquid, and liquid/solid interfaces of an AMPS at the lower (A)
and upper (C) positions. Images from experiments demonstrate the
shift in the step in density by capturing Nylon beads in the lower
position (B) and polystyrene beads in the upper position (D).
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